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Environmental Radiation Measurements on Mir Station
U.S. Principal Investigator: EUGENE V. BENTON, PH.D., University of San Francisco

Russian Principal Investigator: VLADISLAV PETROV, PH.D., Institute of Biomedical Problems

Co-Investigators: A. L. Frank and E. R. Benton

(NASA 3 Final Research Report)

INTRODUCTION

Hypothesis

A series of passive integrating measurements of
environmental radiation with dosimeters located inside the
Mir Space Station will significantly expand the U. S.
database at the 51.6° inclination orbit, provide detailed
information on shielding effects, allow intercomparison of
dosimetric methods and provide data for extensive testing
of model calculations.

Objectives

Measurements of linear energy transfer (LET) spectra will
be made in the range of 5 to 1000 keV/µm using CR-39
plastic nuclear track detectors (PNTDs) in six area passive
dosimeters (APDs).

Total absorbed dose will be measured with
thermoluminescent detectors (TLDs) in the six APDs. The
combination of absorbed doses and LET spectra measured
with the PNTDs will allow total dose, total dose
equivalent and average Quality Factor (QF) to be
determined for each APD location inside Mir.

Comparisons will be made between LET spectra, dose and
dose equivalent measured with different types of
dosimeters including the APDs and other dosimeters
currently in use on Mir. In addition to the University of
San Francisco (USF) detectors, each APD contains a
detector stack from Institute of Medical and Biomedical
Problems (IMBP) in Moscow. Comparisons between
these detectors will be for identical shielding geometry.
APDs are also placed near the NASA-JSC TEPC
microdosimeter and other Russian flight dosimeters. The
agreement between dosimeter measurements by different
countries and institutions is an important consideration in
establishing a broad, reliable database for the radiation
environment in space.

Comparisons will be made between LET spectra and
absorbed dose measurements and corresponding
calculations based on environmental models and transport
codes. Shielding at each of the six APD locations will be
determined with the aid of a three dimensional mass model

of Mir. The trapped particle models (AP8, AE8), galactic
cosmic ray energy spectra models (Creme, Badhwar and
O'Neil) and codes for propagating radiation through matter
(BRYNTRN, HZETRN, HETC) are tested in these
comparisons. Refinement of the modeling to the point
where doses can be accurately projected for any space
flight (with exception of unpredictable solar particle event
doses) is a major goal for NASA. Space flight
measurements are a necessary part of this development.

Comparisons will be made between NASA 2, 3 and 4
measurements to determine the change in radiation
environment over time. The measurements will be made
with identical APDs in the same locations on the Mir.

Background/History

The use of TLDs to measure absorbed dose and CR-39
PNTDs to measure LET spectra has become standard on
missions of the U. S. Space Shuttle. APDs similar to
those deployed aboard Mir during the NASA 3/Mir 22
mission have been included on several Space Shuttle
missions since the inception of the program. These
dosimeters have also been used aboard the Long-Duration
Exposure Facility, the ESA Eureca retrievable spacecraft,
numerous Russian/Soviet Biocosmos missions and aboard
Mir itself.

METHODS/RESEARCH OPERATIONS

Calibrations of TLDs with standard 137Cs source (Pre- and
Postflight).

Calibrations of PNTDs with accelerated heavy ion beams
(Pre- and Postflight).

Readout of TLDs for absorbed doses (Postflight).

Readout of PNTDs for LET spectra (Postflight).

Combining of absorbed doses and LET spectra into total
dose and total dose equivalent (Postflight).

Functional Objectives

FO1. Measure absorbed doses at six locations inside
Mir.
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FO2. Measure LET spectra (LET > 5 keV/µm) at six
locations inside Mir.

FO3. Combine measurements into total doses and total
dose equivalents for six locations inside Mir.

FO4. Measure depth dose at STD platform location
outside Mir.

FO5. Measure LET spectra versus depth at STD
platform location outside Mir.

Hardware Items

HWl. TLDs (7LiF- Harshaw TLD-700). 180 of size 1/8
x 1/8 x 0.035 inch. PI-provided.

HW2. CR-39 PNTDs. 238 plates of size 4.5 x 4.5 x
0.06 cm. PI-provided.

HW3. APD boxes (Lexan). 7 boxes of 9.8 x 9.8 x 5.2
cm outer dimensions. PI-provided.

HW4. TLD reader (Harshaw Model 4000). PI-provided.

HW5. PNTD reader (image digitizer system). PI-
provided.

HW6. Computers for data reduction and analysis. PI-
provided.

HW7. TLDs (7LiF- Harshaw TLD-700). 75 of size 1/8
x 1/8 x 0.0036 inch. PI-provided.

The passive dosimeters (APDs) which were used in this
experiment began registering the environmental space
radiation from the launch of STS-79 and continued to the
landing of STS-81. The NASA 3 mission for the APDs
therefore overlapped the two Shuttle flights. The
measurements constituted a single session as described in
Table 1 below.

Method/Protocol

The method for absorbed dose measurements involved:

a. Placing annealed TLDs into two plates at the front
and back of each APD.

b. Transporting the 6 APDs on the Shuttle to Mir where
they were mounted at different locations.

c. After return the flight TLDs were read out along with
calibration and background TLDs.

d. Absorbed doses were generated from the calibration
data.

The method for LET spectra measurements involved:

a. Placing 6 stacks of CR-39 plates at the sides of each
APD.

b. Transporting the APDs to Mir as in b. above.

c. After return selected CR-39 plates were processed for
readout. The processing included etching of the plates in
6.25N NaOH solution at 50° C for either 36 or 168 hr.

d. The processed plates are read out on a semi-automated
image digitizer system. For each APD 6 plates are read
out; one for each angular orientation in the APD (X, Y,
Z) and for each processing time. The parameters measured
on each plate are the major and minor diameters of the
openings of the particle tracks located within a given area.

e. Track parameter files for the 6 measured plates from
an APD, along with the etched thicknesses and the
response curves for the CR-39, are used to generate a 4
solid angle averaged LET spectrum for the LET range > 5
keV/µm. The response curves are determined from CR-39
plates irradiated by accelerated particles of known LET. A
database of calibration measurements made in the past at
the LBL Bevalac, the German GSI accelerator and several
Japanese accelerators are on hand. New calibrations are
being performed at the Brookhaven AGS and the Japanese
HIMAC heavy ion accelerators.

RESULTS

List of Pre-, In-, and Postflight Anomalies

Six APDs were returned on STS-81. These included APD
Serial Number 0005 which was supposed to have been
returned on STS-79, but was mistakenly left behind while
Serial Number 0010 was returned. APD Serial Numbers
0007, 0008, 0009 and 0012 were returned, but Serial
Number 0011 was mistakenly left aboard Mir. In its
place, Serial Number 0017 was mistakenly returned.
Number 0017 was to have been returned on STS-84.
Photographs showing the locations of the deployed APDs
were not available at the time of this report to determine
whether any additional anomalies occurred.

Each APD was labeled NMB-# where NM refers to the
NASA-Mir program, B refers to the NASA 3/Mir 22
mission and # is the number of the APD.

Completeness/Quality of Data

Readout of the TLDs is complete and absorbed doses have
been determined for the five APD locations. The PNTDs
have been processed and are currently being read out. Of
the 38 CR-39 plates from the APDs to be read out for this
mission (including backgrounds), 12 have been read out.

DISCUSSION

Status of Data Analysis

TLDs from the NASA 3/Mir 22 APDs have been
processed and readout. Mission averaged doses and dose
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rates have been determined from the two sets of TLDs
included in each APD. CR-39 Plastic Nuclear Track
Detectors (PNTDs) from the five NASA 3/Mir 22 APDs
have been processed and two sets have been read out using
a semi-automated track analysis system. CR-39 layers
oriented in the x, y, and z planes of each APD were
selected for processing. One layer from each plane was
chemically etched in 6.25 N NaOH solution at 50˚ C for
36 hours, while a second layer from each plane was
chemically etched in 6.25 N NaOH solution at 50˚ C for
168 hours. Track data from each of the two layers at a
given orientation were measured and the differential LET
spectra for each detector was plotted. Detectors processed
for 168 hours reveal the low-LET component for the
spectrum while the 36 hour processed detectors reveal the
higher LET component. The high LET component
includes short-range tracks (~10 µm) produced by the
target fragmentation of primary high energy protons on
the carbon and oxygen nuclei of the detector. The two
differential LET curves were then combined to produce one
spectrum for each of the three measured axes. These three
integral LET spectra were then folded together to produce
an average integral LET spectra for the given APD. High
LET results from the CR-39 PNTDs will be used to
correct doses measured in TLDs and to determine total
dose equivalent and dose equivalent rate at each APD
location.

Final Research Findings

Table 2 shows the dose and dose rates measured using
TLDs for each of the five APDs exposed during the
NASA 3/Mir 22 mission inside the Mir Core module and
Kvant 2 module, including NMA-5 which was exposed
during both the NASA 2/Mir 21 and NASA 3/Mir 22
misions. In addition, the dose and dose rate for the APD
mistakenly returned during the STS-81 mission is also
presented. These data are also shown relative to the APD
locations during the mission in Figure 1. The dose rates
varied from 265 µGy/d for APD-6 in the Kvant 2 module
to 421 µGy/d for APD-5 mounted on the EVA airlock in
the Kvant 2 module. The average dose rate for each of the
five APDs was 329 µGy/d.

Figure 3 shows the integral LET flux spectra measured for
APD-1 mounted near the flight engineer’s cabin in the
Core Module while Figure 4 shows the integral LET flux
spectra measured for APD-2 mounted near the R-16
dosimeter on the ceiling of the Core Module. Also shown
in Figures 3 and 4 are the integral LET flux spectra
measured by APDs -1 and -2, respectively, during the the
NASA 2/Mir 21 mission. In Figure 3, close agreement
between the LET spectra measured during the NASA 2 and
NASA 3 missions in the APD-1 location can be seen.
Although the NASA 2 curve appears slightly lower than
the NASA 3 curve, at high LETs they agree within limits
of uncertainty. The same can be said for the two LET

spectra measured in the APD-2 location as seen in Figure
4. The NASA 3 curves also show the distinctive changes
in slope at 100 keV/µm and 300 keV/µm points along the
x-axis, illustrating the effect of target fragmentation of
nuclei in the detector and the production of secondary
protons and α-particles.

Conclusions

The dose rates measured in the APDs on the Mir Space
Station ranged from 265 to 421 µGy/d with average of
329 µGy/d. This is close agreement with the dose rates
meaured during the NASA 2/Mir 21 mission. Since the
shielding for this location most likely remained more or
less constant between the two missions, the differences in
the dose rate probably reflect a difference in altitude of the
Mir Space Station during the two missions. The Mir is
periodically boosted to higher altitude to counter the
constant loss of altitude due to atmospheric drag. At
higher altitudes, the Mir passes through a larger portion of
the South Atlantic Anomaly and receives a greater
exposure from the trapped protons in the region. Since the
NASA 3/Mir 22 mission immediately followed the
NASA 2/Mir 21 mission, the Mir was probably boosted
to a higher altitude at a time roughly corresponding to the
changeover in mission. Records of the Mir altitude boosts
are currently being sought to confirm this.

Differences in LET spectra measured in the APD-1 and -2
locations during the NASA 2/Mir 21 and NASA 3/Mir 22
missions can also probably be explained by this altitude
boost. While the curves for both missions in each
location agree at high LET within limits of experimental
error, both LET spectra measured during the NASA 3/Mir
22 mission lie above the LET spectra measured during the
NASA 2/Mir 21 missions for the two APD locations
respectively, for LET <100 keV/µm. PNTDs exposed
during the NASA 3/Mir 22 mission at the other three
APD locations inside Mir are currently being readout and
LET spectra from these detectors should be available in
the near future. Following readout of these remaining
PNTDs, dose equivalent rate and average quality factor
will be determined for the five APD locations during the
NASA 3/Mir 22 mission.
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TTTTAAAABBBBLLLLEEEE    1111....    DDDDAAAATTTTAAAA    CCCCOOOOLLLLLLLLEEEECCCCTTTTIIIIOOOONNNN    SSSSEEEESSSSSSSSIIIIOOOONNNNSSSS////FFFFUUUUNNNNCCCCTTTTIIIIOOOONNNNAAAALLLL    OOOOBBBBJJJJEEEECCCCTTTTIIIIVVVVEEEESSSS

Session Scheduled Actual Scheduled Actual Samples/
Name FO# HW# Day Day Subjects Subjects Parameters Method

NASA3
Internal 1,2 1,2,3 16 Sep 96 16 Sep 96 6 flight APDs   6 flight APDs 6 radiation Passive
space to to exposures dosimetry
exposure 22 Jan 97 22 Jan 97

APD TLD Absorbed Dose Dose Rate
Number Plate       (mGy)        (*Gy d-1) 

NMB-1 Front 39.0 ± 1.2 306 ± 9
Back 39.6 ± 1.2 311 ± 9

NMB-2 Front 34.6 ± 1.0 272 ± 8
Back 34.9 ± 1.0 274 ± 8

NMB-3 Front 49.9 ± 1.5 392 ± 12
Back 46.5 ± 1.4 365 ± 11

NMB-6 Front 34.2 ± 1.0 269 ± 8
Back 33.2 ± 1.0 261 ± 8

NMA-5* Front 128.1 ± 3.8 420 ± 12
Back 129.1 ± 3.9 423 ± 13

NMC-5** Front  2.46 ± 0.07 241 ± 7
Back  2.49 ± 0.07 244 ± 7 

*   This APD was mounted in the Mir during both the NASA2 and
NASA3 missions for a total spaceflight duration of 305.26 days.
**  This APD was not mounted in the Mir and was in space for
only 10.206 days. 

TTTTAAAABBBBLLLLEEEE    2222....    AAAABBBBSSSSOOOORRRRBBBBEEEEDDDD    DDDDOOOOSSSSEEEESSSS    MMMMEEEEAAAASSSSUUUURRRREEEEDDDD    WWWWIIIITTTTHHHH    TTTTLLLLDDDDSSSS    IIIINNNN    AAAAPPPPDDDDSSSS
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Figure 1. Dose and dose rates measured inside the Mir Space Station during the NASA 3/Mir 22 mission by the
USF Environmental Radiation Measurements Experiment: 16 September 1996 - 22 January 1997 (127.2
days).

Figure 2. Average integral LET flux spectra measured in the four locations in the Mir Space Station during the
NASA 3/Mir 22 mission
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Figure 3. Average integral LET flux spectra measured in the APD-1 location near the Flight Engineer’s Cabin
of the core module of the Mir Space Station during the NASA 3/Mir 22 and NASA 2/Mir 21 missions.

Figure 4. Average integral LET flux spectra measured in the APD-2 location near the R-16 dosimeter on the
ceiling of the core module of the Mir Space Station during the NASA 3/Mir 22 and NASA 2/Mir 21 missions.
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